Plain language summary
======================

This study was performed to see if there was a difference in the vision provided by a new trifocal lens (Panoptix \[PX\] lens) and a previously studied trifocal lens (FineVision \[FV\] lens). The new lens was designed to provide better vision at 60 cm (\~24 inches). The researchers examined 60 subjects; 30 were implanted with the PX lens in both eyes and 30 were implanted with the FV lens in both eyes. The ability to read an eye chart (visual acuity) was tested at distance (4 m), intermediate (80 and 60 cm) and near (40 cm) and subjects completed a questionnaire regarding the quality of their vision. Low contrast vision (ability to see gray letters) was also examined. The results showed that both of the trifocal lenses studied provide similar vision at distance and near and provided about the same quality of vision. However, the PX lens appeared to provide better vision at an intermediate distance of 60 cm. These results mean that the PX trifocal lens may be a more suitable lens than the FV trifocal lens for people who prefer an intermediate viewing distance of 60 cm. Computer screens and handheld devices are generally found 40--60 cm from most users.

Introduction
============

The goal of multifocal intraocular lenses (IOLs) is to provide clear and comfortable vision to patients at all viewing distances; this is often difficult to achieve. Current multi-focal IOLs include diffractive bifocal lenses with various add powers; these appeared to provide better near vision with fewer visual disturbances than earlier lens designs.[@b1-opth-11-1081] Visual acuity (VA) at near and distance has been generally reported to be satisfactory, but intermediate vision was often problematic.[@b2-opth-11-1081] Intermediate vision has become an increasing concern for patients as a result of the proliferation of handheld devices and the increasing use of computers and tablets in daily life.

Trifocal diffractive lenses were developed to address the intermediate vision limitations of bifocal IOL designs. To reduce the likelihood of increasing visual disturbances the designs were such that the dioptric power of the near focal point was twice the dioptric power of the intermediate focal point. In this way the second harmonic of the intermediate focal point contributed to the usable light energy at the near point. The FineVision^®^ (FV) IOL (PhysIOL, Liège, Belgium) is an example of this trifocal design.[@b3-opth-11-1081],[@b4-opth-11-1081] The toric version of the lens has one haptic design while the non-toric version has another (MicroF). A study comparing the two models showed that they provided comparable visual outcomes.[@b5-opth-11-1081]

A new trifocal lens has recently been introduced, the AcrySof^®^ Panoptix^®^ IOL (Alcon, Fort Worth, TX, USA).[@b6-opth-11-1081] An optical bench study indicated peak IOL performance at 42 cm for near and at \~60 cm for intermediate with this new trifocal lens.[@b4-opth-11-1081]

The purpose of the current study was to compare the clinical performance of the new Panoptix (PX) IOL with a commonly used trifocal lens, the FV trifocal IOL, with particular attention to the binocular defocus curve and the quality of vision provided. This is the first in vivo study that we are aware of comparing the two lenses.

Patients and methods
====================

This study was a double-arm comparative noninterventional study of visual outcomes after successful bilateral trifocal IOL implantation. Subjects were assessed during a single diagnostic visit between 6 and 24 months after their surgery; 6 months allowed sufficient time for refractive stability and 24 months limited the likelihood of any pathological changes after surgery, such as posterior capsular opacification. Patients signed an informed consent that outlined the nature of the study, acknowledging their willingness to participate and permitting use of their de-identified data. Regional ethical committee approval was obtained before patients were enrolled (Regionale komiteer for medisinsk og helsefaglig forskningsetikk, Norway).

A sample size calculation indicated that 30 subjects in each group would be sufficient to detect the desired differences in IOL performance. Subjects were recruited for enrollment in the study 1 month or more after uncomplicated cataract surgery. IOL implantation performed by one surgeon at a single site. Surgery had to include bilateral implantation of either the FV or PX trifocal IOL. The patients self-selected a trifocal IOL, with the advice of the surgeon. Trifocal implantation was performed based on the patient's interest in a higher degree of spectacle freedom at far, intermediate and near distances after cataract surgery. The only specific diagnostic criterion used to decide which lens to implant was preoperative astigmatism, because the FV lens was available as a toric lens. No other criteria were used, so selection bias was expected to be minimal. Enrollment criteria included uncomplicated bilateral IOL implantation and good ocular health with no pathology that could compromise VA (outside of residual refractive error). Inclusion criteria also included an uncorrected binocular distance VA of 20/40 or better; this was to ensure that quality of vision responses were not likely a function of residual refractive error or visually significant ocular pathology, such as posterior capsular opacification. Patients with previous ocular surgery, including LASIK or photorefractive keratectomy, were excluded.

The primary outcome measure was the best distance-corrected binocular defocus curve where logMAR VA was recorded for each defocus step. A binocular defocus curve was obtained with the manifest distance refraction in place in a phoropter, and in photopic conditions. An over-correction starting at +1.0 D was placed in the phoropter and binocular VA was recorded. The correction was then reduced by 0.5 D (ie, +0.5 over-correction) and VA was retested. An over-correction of −4.0 D was then placed in the phoropter and removed in 0.5 D increments, testing VA at each step. The procedure ends with VA testing with a 0.0 D over-correction (best-corrected distance refraction). Testing was conducted using proprietary computer software designed to simplify the procedure and to record results. LogMAR VA was recorded for each defocus step. VA was tested from worse to better focus to reduce the likelihood of letter memorization; in addition, three letter charts were used as the vergences changed.

Secondary outcome measures included uncorrected and best distance-corrected binocular VA at distance (4 m), intermediate (80 and 60 cm) and near (40 cm). All VA testing was with logMAR charts specifically designed for the four test distances. In addition, two surveys were included: the National Eye Institute (NEI) near vision subscale[@b7-opth-11-1081] and the Quality of Vision (Q of V) questionnaire. The latter is a validated, Rasch-scored visual quality questionnaire;[@b8-opth-11-1081] questions relate to the frequency, severity and the degree to which the subject is bothered by various possible visual disturbances, such as glare and halos. Additional secondary measures included the uncorrected and best-corrected low contrast binocular distance VA (using a 5% contrast early treatment diabetic retinopathy study \[ETDRS\] chart under photopic lighting conditions) and a measure of the preferred reading distance and binocular VA at that distance for all subjects in their uncorrected state. The near testing was conducted with a logarithmic ETDRS VA chart scaled for 40 cm, and held at the patient's preferred reading distance. VA determined with the chart was recorded and scored. Results were adjusted for the distance that the chart was read to determine the corrected logMAR VA.

The lenses included in the current study were: Physiol FV IOL: This is a hydrophilic acrylic IOL with a 6.15 mm optical diameter which has 26 diffractive rings across the entire optic; the lens provides 1.75 and 3.5 D add powers.[@b3-opth-11-1081] An optical bench study showed that the peak performance for this lens was at 40 cm for near and 80 cm for intermediate.[@b4-opth-11-1081]AcrySof PX IOL: This lens is made from a hydrophobic acrylic material with a 6.0 mm optical diameter, comprising a central 4.5 mm region with 15 diffractive rings and an outer annulus that is refractive only.[@b6-opth-11-1081] The lens is actually a quadrafocal diffractive design, but the light from the first diffractive order is redistributed to the distance (refractive order) and second diffractive order using proprietary technology. The lens has the necessary diffractive design feature of multiple harmonics, with lens add powers of \~1.1, 2.2 and 3.3 D at the IOL plane; it is the 1.1 D diffractive order that is redistributed. This lens design provides approximate focal points of 60 and 40 cm for the intermediate and near foci, respectively.

The data were recorded in an Excel spreadsheet which was then imported into an MS Access database for data checking, collation and preliminary analysis (both Microsoft Corp., Redmond, WI, USA). Statistical analyses were performed using the Dell Statistica data analysis software system, version 13 (Dell, Inc., Round Rock, TX, USA). Statistical testing was completed using an analysis of variance on continuous variables and appropriate non-parametric tests on categorical data. Statistical significance was set at *P*=0.05.

Results
=======

Thirty binocularly implanted subjects were successfully recruited for both trifocal groups. Eleven FV subjects received toric IOLs in both eyes, whereas another two received a toric IOL in one eye. All other FV eyes, and all PX eyes, were implanted with non-toric IOLs. [Table 1](#t1-opth-11-1081){ref-type="table"} shows the preoperative demographics of each group. The only significant difference between the two groups, aside from the use of the toric IOL, was the higher number of refractive lens exchange subjects in the FV group.

[Table 2](#t2-opth-11-1081){ref-type="table"} shows the distribution of postoperative sphere and cylinder by IOL type. There was a statistically significantly higher likelihood of being within 0.25 or 0.50 D of emmetropia with the PX lenses relative to the FV lenses (chi-squared test, *P*\<0.02 and *P*\<0.01, respectively). There was no statistically significant difference in the distribution of postoperative refractive cylinder between lenses.

[Figure 1](#f1-opth-11-1081){ref-type="fig"} shows the binocular defocus curve for the two lenses, with all subjects best-corrected for distance acuity (4 m). There were only three vergences where there was any statistically significant difference between the two lenses. At −1.00 D (corresponding to a viewing distance of \~80 cm, after accounting for the 4 m chart distance), the VA with the FV lens was statistically significantly better, by \~2 letters or nearly half a logMAR line (*P*=0.02). At vergences of −1.50 and −2.00 D (corresponding to viewing distances of \~60--45 cm) the VA with the PX lens was statistically significantly better, bŷ3 letters or just over half a logMAR line (*P*\<0.01 in both cases).

The binocular best distance-corrected VA at various reading distances appeared consistent with the findings in the defocus curve, though the differences between the two lenses were somewhat lower, as can be seen in [Figure 2](#f2-opth-11-1081){ref-type="fig"}. Only the VA at 60 cm was statistically significantly different, with the PX lens having a mean VA about half a line better than the FV lens (*P*\<0.01). Results were similar for uncorrected VA, with a statistically significant difference only at the 60 cm test distance, where the acuity with the PX lens was about half a line better (*P*=0.01).

[Table 3](#t3-opth-11-1081){ref-type="table"} contains the summary clinical outcomes data for both of the lens groups. The postoperative refractions were not statistically significantly different between groups. Mean residual refractive cylinder was near 0.25 D in both groups.

The preferred reading distance was tested for all subjects, along with their VA at that distance. LogMAR acuities were corrected for the actual reading distance vs the chart distance. There was no statistically significant difference in the preferred reading distance (*P*=0.52); subjects in both lens groups had a mean preferred reading distance between 42 and 43 cm. There was a statistically significant difference in the VA at that preferred distance, with the PX group having one letter better acuity (*P*=0.04), but this result is unlikely to be clinically significant. All PX subjects and all but two FV subjects had a preferred reading VA of 0.1 logMAR (20/25). The two remaining subjects had a reading VA better than 0.2 logMAR (20/32).

Binocular distance low contrast VA was also tested. There was no statistically significant difference between the groups (*P*=0.10). Both groups had a mean low contrast VA between 0.3 and 0.4 logMAR (20/40--20/50).

Results from the Quality of Vision questionnaire are shown in [Figure 3](#f3-opth-11-1081){ref-type="fig"}, where lower values are better. The distribution appears to indicate the PX lenses have slightly better performance than the FV lenses, but there was no statistically significant difference between lens groups in terms of the frequency of visual disturbances (*P*=0.39), the severity of visual disturbances (*P*=0.44) or the degree to which visual disturbances bothered subjects (*P*=0.39). Halos were the most frequently reported phenomenon. Sixty percent (18/30) of subjects in both groups reported some degree of halos, but only four subjects (3 FV, 1 PX) reported that they were more than "a little" bothersome. That difference was not statistically significant (chi-squared test, *P*=0.29).

The NEI-Visual Function Questionnaire near vision subscale was also completed by all subjects. There was no statistically significant difference in the responses by lens group for any of the questions in that questionnaire (Mann--Whitney *U*-test, *P*\>0.3 in all cases).

The potential for confounding factors to influence results was evaluated. Time since surgery was not significantly correlated to any of the outcomes above (*P*\>0.05). There was no statistically significant difference in refractive cylinder between groups ([Table 3, *P*](#t3-opth-11-1081){ref-type="table"}=0.49), which suggests the use of toric IOLs in one group was not a significant factor. Distance best-corrected vision was also not statistically significantly different by surgery type (refractive lens exchange \[RLE\] or cataract surgery, *P*=0.14).

Discussion
==========

The clinical results reported here were excellent for both trifocal lens designs. The acuities reported here are somewhat higher than we have seen in a previous study with the FV lens using the same procedures.[@b9-opth-11-1081] With that noted, the VA data were collected from several different charts and appear fairly consistent (eg, the VA data collected using near cards is similar to the defocus data at near vergences, collected using the 4 m distance chart). We also confirmed using a magnified image that the 0.0 logMAR letter size was correct on the 40 cm near card. We attribute the excellent results for both lenses here to the inclusion requirement that uncorrected binocular VA be 0.3 logMAR or better, and to careful preoperative patient selection.

Previous clinical results have shown that the FV trifocal lens provides good distance, intermediate and near vision.[@b10-opth-11-1081],[@b11-opth-11-1081] Optical bench studies have suggested that the PX IOL might exhibit slightly better overall performance when compared with the FV lens.[@b4-opth-11-1081],[@b12-opth-11-1081] A correlation between optical bench image quality and VA has been demonstrated in prior research.[@b13-opth-11-1081] On balance, results from optical bench studies should be interpreted with caution and carry less weight than prospective comparative clinical studies. Kohnen reported excellent outcomes using the PX lens in four patients with reports of low adaptation time and similar contrast sensitivity results to spherical monofocal lenses.[@b6-opth-11-1081] Our results indicate that, except for VA at 60 cm, the clinical performance of both lenses is very similar.

The defocus curve of the FV lens is at least 0.1 logMAR better than previously reported in another study.[@b10-opth-11-1081] That study also showed similar results with the FV lens to another bifocal lens, both showing a reduction in intermediate vision. Another study examining the FV lens found a more similar defocus curve to the current results and significantly better intermediate VA, especially at the −1.0 and −1.5 D vergences when compared with a low add bifocal lens placed in the dominant eye and a higher add bifocal lens placed in the nondominant eye.[@b14-opth-11-1081] The disparity in results is likely at least partially explained by patient selection. Given the earlier results published by Gundersen and Potvin,[@b14-opth-11-1081] it is likely that the results with the current trifocal lenses are significantly better than bifocal lenses alone at the intermediate vision range.

The better VA at the 60 cm intermediate distance was evident with the PX lens in both the defocus curve (at a vergence of −1.50) and the binocular corrected and uncorrected VA measured using the 60 cm chart. This appears to corroborate the expectations related to the lens design and the optical bench testing. Although the FV trifocal is constrained to have a near add which is twice that of the intermediate add, as a function of its pure trifocal design, the quadrafocal-based design of the PX lens allows for closer intermediate viewing. This may provide more visual comfort for patients using handheld devices or working with computers. Better VA between 40 and 60 cm will be more helpful to these individuals, as 80 cm is generally beyond arm's reach for most people and greater than the highest end (30 inches or 76.2 cm) of the range generally recommended by the National Institute for Occupational Safety and Health.[@b15-opth-11-1081] However, moving the intermediate add closer in a standard trifocal design such as the FV would require a closer near add (eg, 1.5 and 3.0 D, which would provide a near focus near 33 cm); this level of near add may not be well-tolerated by most patients.

It has been noted that the addition of a third focal point with a trifocal lens may increase halos but is unlikely to increase visual disturbances or reduce mesopic contrast sensitivity function when compared with bifocal IOLs.[@b14-opth-11-1081],[@b16-opth-11-1081],[@b17-opth-11-1081] In our study, halos were the most common phenomenon reported by subjects. Halos were mostly mild in the current study so were not considered to impact quality of life significantly. However, the low contrast visual acuities reported here were similar to those we found when evaluating a variety of bifocal IOLs.[@b9-opth-11-1081] Both of these findings appear consistent with expectation. Visual disturbances may be mitigated by the high level of light use in both trifocals; \~86% of available light is focused by the FV lens and \~88% of available light is focused by the PX lens.[@b18-opth-11-1081]

Although there were statistically more RLE cases in the FV group compared to the PX group, the age and gender were not significantly different between groups and ocular disorders were controlled by careful preoperative selection. As such, one would expect similar objective outcomes although subjective patient reporting might be expected to be slightly worse for the RLE cases, since they have been reported to have higher expectations relative to their vision after IOL implantation.[@b19-opth-11-1081] We did not see any subjective differences in our study.

Conclusion
==========

In summary, the two trifocal lens designs tested here provided excellent distance, intermediate and near vision, with similar quality of vision. However, the PX design provided significantly better intermediate vision at 60 cm, a distance that may be very important to users of tablets and other handheld devices.
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![Best distance-corrected binocular defocus curve.\
**Note:** \*Statistically significantly different (*P*\<0.05).\
**Abbreviations:** FV, FineVision; PX, Panoptix.](opth-11-1081Fig1){#f1-opth-11-1081}

![Best distance-corrected visual acuity at different distances.\
**Note:** \*Statistically significantly different (*P*\<0.05).\
**Abbreviations:** FV, FineVision; PX, Panoptix.](opth-11-1081Fig2){#f2-opth-11-1081}

![Quality of Vision results by lens.\
**Abbreviations:** FV, FineVision; Max, maximum; Min, minimum; PX, Panoptix.](opth-11-1081Fig3){#f3-opth-11-1081}

###### 

Subject demographics

                                                                                 FV                            PX                             *P*-value
  ------------------------------------------------------------------------------ ----------------------------- ------------------------------ --------------------------------------------------
  n (patients)                                                                   30                            30                             
  Age (years)[b](#tfn2-opth-11-1081){ref-type="table-fn"}                        58.2±6.6 (45 to 74)           59.4±8.5 (48 to 73)            0.54
  Female/male                                                                    18/12                         15/15                          0.43
  RLE/cataract                                                                   21/9                          13/17                          0.04[a](#tfn1-opth-11-1081){ref-type="table-fn"}
  Follow up (days)[b](#tfn2-opth-11-1081){ref-type="table-fn"}                   344±85 (175 to 455)           384±131 (203 to 714)           0.17
  Preoperative refraction (SEQ, D)[b](#tfn2-opth-11-1081){ref-type="table-fn"}   −0.96±3.3 (−8.50 to +4.625)   −0.10±2.5 (−7.375 to +4.375)   0.29
  IOL power (D)[b](#tfn2-opth-11-1081){ref-type="table-fn"}                      20.51±4.45 (10 to 31)         21.43±3.51 (13.5 to 27)        0.22

**Notes:**

Statistically significant, chi-squared test, *P*\<0.05;

Mean ± SD (minimum to maximum).

**Abbreviations:** FV, FineVision; IOL, intraocular lens; PX, Panoptix; RLE, refractive lens exchange; SEQ, spherical equivalent.

###### 

Distribution of postoperative refractive error (n=60 in each group, 120 total)

                                   Within (D)   All (%)   FV (%)   PX (%)
  -------------------------------- ------------ --------- -------- --------
  MRSE (absolute)                  0.25         67        57       77
  0.50                             26           28        23       
  0.75                             4            8         0        
  1.00                             3            7         0        
  Refractive cylinder (absolute)   0.25         73        70       75
  0.50                             20           22        18       
  0.75                             4            7         2        
  1.00                             3            2         5        

**Abbreviations:** FV, FineVision; MRSE, mean refraction spherical equivalent; PX, Panoptix.

###### 

Postoperative results

                                                                                 FV                            PX                             *P*-value
  ------------------------------------------------------------------------------ ----------------------------- ------------------------------ --------------------------------------------------
  n (patients/eyes)                                                              30/60                         30/60                          
  Post-op refraction (SEQ, D)[a](#tfn5-opth-11-1081){ref-type="table-fn"}        0.15±0.39 (−0.125 to +1.00)   0.07±0.26 (−0.875 to +0.875)   0.22
  Post-op cylinder (D)[a](#tfn5-opth-11-1081){ref-type="table-fn"}               −0.26±0.25 (−1.00 to 0.00)    −0.23±0.27 (−1.00 to 0.00)     0.49
  Uncorrected VA at 4 m[a](#tfn5-opth-11-1081){ref-type="table-fn"}              −0.04±0.07 (−0.18 to 0.14)    −0.05±0.07 (−0.20 to 0.20)     0.46
  Preferred reading distance (cm)[a](#tfn5-opth-11-1081){ref-type="table-fn"}    42.3±5.3 (33 to 56)           42.7±4.7 (29 to 51)            0.52
  VA at preferred reading distance[a](#tfn5-opth-11-1081){ref-type="table-fn"}   0.11±0.08 (−0.03 to 0.35)     0.07±0.07 (−0.05 to 0.25)      0.04[b](#tfn6-opth-11-1081){ref-type="table-fn"}
  Low contrast VA[a](#tfn5-opth-11-1081){ref-type="table-fn"}                    0.38±0.07 (0.24 to 0.52)      0.35±0.10 (0.08 to 0.54)       0.10

**Notes:**

Mean ± SD (min to max);

Statistically significant, *P*\<0.05.

**Abbreviations:** FV, FineVision; Post-op, postoperative; PX, Panoptix; SEQ, spherical equivalent; VA, visual acuity.
